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Department of Biochemistry \J
Saket Nagar, Bhopal 462 024 Madhya Pradesh, India

To, 16/06/21
1/C SPSO :
AlIMS Bhopal

Sub: Replies to the queries from pre-bid meeting for Tender ID:
AIIMS/BPL/RC/Biochemistry/RC/Biochemistry/2021-22/156, dated 27/05/2021

Dear Sir,

This is to kindly inform you that the queries obtained in the pre-bid meeting were discussed
in an all Faculty meeting of Dept of Biochemistry on 14/6/21. The discussion was minuted in
the meeting and the reply to the queries provided below is consensus of the discussion and
agreed by all the Faculty members in the meeting.

| Query | Reply
A) Queries from Vendor Beckman Coulter (Receipt No 291) Pg. No 196 of the File 156
1 Demonstration of equipment Agreed :

Point IV) Technical evaluation:

The bidders should give onsite demonstration
preferably onsite or nearby site preferably within
the state of Madhya Pradesh keeping in view the
travel restrictions and rules owing to COVID-19

2 | Point 7: UPS backup Agreed

Point XVIII) Role and Responsibility of the
Successful bidder

The UPS backup to provided shall be 30 minutes
or more

2a | Point 9: EQAS Not agreed

X Point XVIII) Role and Responsibility of the
Successful bidder
The bidder shall provide EQAS on monthly basis
and Quality control on daily basis by an 1S017043
approved agency

2b | Point 15: Printer, paper, cartridge Agreed

for printing Point XVIIl) Role and Responsibility of the
Successful bidder

Printer must be provided. However, paper and
cartridge for printing shall not be provided by the
bidder. :

2¢ | Scope of work- Table 2 Agreed
Table 2
parameter No.21 shall be Estradiol and not EE2-

Ethynylestradigl
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All India Institute of Medical Sciences Bhopal
Department of Biochemistry
Saket Nagar, Bhopal 462 024 Madhya Pradesh, India

B Queries from Science House Medical Pvt Ltd (Pg No. 195 of the File 156) j
1 | Technical Specification of the CLIA Agreed
Point XVI) Who can participate in the tender
The CLIA shall provide a throughput of
minimum 150 tests or above per hour. The
instrument and the reagents shall have
USFDA quality certification.The bidder shall
provide a functional back system of same or
better configuration preferably within the
Institute or nearby such that it can be
transported for made functional in one day.
The instrument shall have state of the art
technology for good reporting.
Cc | Queries from Ortho Clinical Diagnostics(Pg No. 194 of the File 156)
1a | Throughput capacity of the Instrument | Agreed
Point XVI) Who can participate in the tender.
The CLIA shall provide a throughput of
: minimum 150 tests or above per hour.
1b | Mirror Back up system Agreed

: Point XVIIl) Role and Responsibility of the
Successful bidder
The bidder shall provide a functional back
system of same or better configuration
preferably within the Institute or nearby
such that it can be transported for made
functional in one day.
2) | Tests should be made optional for | Agreed
effective participation Point IV) Technical evaluation Point 3:
Bidders shall give onsite demonstration of
90% of the tests listed in Chapter 1l
3) | Quality certification Disagreed
Point XVI1) Who can participate in the tender.
The instrument and the reagents shall have
fi USFDA quality certification. :
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